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locations and lateral clavicle fractures, however patients should
be appropriately counselled of the likely discomfort whilst in situ
which occasionally persists after removal.
doi:10.1016/j.injury.2010.07.48962 Abstracts / Injury E
hear mechanical properties which closely and how closely match
uman rotator cuff tendons. It is hoped that this study will offer
dditional information for surgeons when selecting appropriate
CT repair grafts.
oi:10.1016/j.injury.2010.07.486
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haracterisation of differences in shear mechanical properties
etween torn and normal rotator cuff tendons
alma Chaudhurya,∗, Chris Hollandb, Fritz Vollrathb, Andrew
arra
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Background: Improved understanding of the biomechanics of
otator cuff tendons may help reduce high re-rupture rates
bserved after rotator cuff repairs. This study aims to develop a
ovel method for quantitatively determining differences in the
echanical properties of intact healthy rotator cuff tendons in
omparison to torn ‘diseased’ tendons. A common problem in the
echanical testing of small tendon samples is that stress risers
t the clamp–tendon interface can obscure measurements. We
resent a novel solution which we have developed using Dynamic
hear Analysis (DSA).
Methods: Rotator cuff tendon specimens were obtained during
houlder surgery from93patients. Therewere 79 tears,whichwere
lassiﬁed according to the size of the tear and compared to 14 con-
rols matched for age and sex. All 3mm-sized biopsy samples were
ubjected toDSAusing oscillatory deformation under compression.
he storage modulus (G′) was calculated and used as an indicator
f mechanical integrity.
Results: We observed a number of signiﬁcant differences
etween the moduli of normal and diseased rotator cuff tendons.
ealthy tendons had a signiﬁcantly higher modulus than torn ten-
ons, indicating that torn tendons are mechanically weaker than
ormal tendons (p=0.0345, unpaired t-test). Further analysis of
he modulus of different tear sizes showed that normal tendons
ad signiﬁcantly higher mean shear modulus than tendons with
assive tears (p<0.01, Bonferroni’s multiple comparison test).
mportantly, the measured moduli did not otherwise signiﬁcantly
orrelate with age, sex, hand dominance, or length of preservation
n formalin (p>0.05 in all cases).
Conclusions: DSA allowed us to demonstrate in this case control
tudy that samples from healthy rotator cuff tendons have a signif-
cantly higher modulus than samples taken from torn tendons.
oi:10.1016/j.injury.2010.07.487
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oracoclavicular suture anchor ﬁxation for AC joint injuries and
ateral end clavicle fractures
. Giri ∗, K. Katam, P.D. Sonsale
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Introduction: Multiple options exist for treating acute acromio-
lavicular injuries and fractures of lateral end of clavicle. There is
ot much evidence to suggest the superiority of one method over
he other. We present our experience in 23 consecutive patients
sing coracoclavicular ﬁxation using Arthrex Tightrope ﬁxation
evice.
Patients and methods: 23 consecutive patients with acute
cromioclavicular injury (>Grade 3) and type 1 lateral clavicular1 (2010) 131–166
fractures were included. There were19 males and 4 females with
average age of 35 years (range 17–59 years). 20 had AC joint injury
and 3 had lateral end clavicle fracture. All were operated by a single
surgeon at mean of 6.5 days after injury (range 2–20 days). Cora-
coclavicular ﬁxation using Arthrex tightrope device was used in all
cases. All patientswere reviewedat 2weeks, 6weeks and6months.
Shoulder ROM, Oxford Shoulder score, radiological assessment and
subjective scoring were recorded at 6 weeks and 6 months.
Results: 19 patients had full return of shoulder movement and
22 patients had >90%return of shoulder movements at last follow
up. The mean Oxford shoulder score was 52.2 at 6 months (range
40–59). All patients were pain free and had returned to preinjury
activity level at last follow up. There was no case of implant fail-
ure. On subjective scoring most patients reported good to excellent
results.
Our results using the coracoclavicular suture anchor ﬁxation for
acute acromioclavicular suggest this as a reliable option with the
added advantage of not needing a second operation for hardware
removal.
doi:10.1016/j.injury.2010.07.488
2A.14
Outcome following clavicular hook plate
C.R. Jackson ∗, A.A. Faraj
Airedale General Hospital, Keighley, West Yorkshire
E-mail address: crjackson@doctors.org.uk (C.R. Jackson).
Introduction: Hook plates are used to treat acromio-clavicular
joint dislocations and lateral clavicle fractures. Our study looked
at patient outcome following treatment with a Synthes clavicular
hook plate.
Method: Medical notes review and telephone interview of
patients treated with a clavicular hook plate between 2003 and
2009 at Airedale General Hospital. Modiﬁed Constant score calcu-
lated looking at pain, range of movement, power and functional
level, and general comments recorded.
Results: Total of 15 patients treated with hook plates, unable
to contact two patients, three notes unavailable. Of remaining
ten patients (M:F, 7:3), six were for lateral clavicle fractures,
three for ACJ dislocation and one not recorded. One plate was
still in situ. Follow up ranged from 0 to 79 months, mean 22
months. Only complication was a fatigue fracture next to the plate
prior to removal. Modiﬁed constant score, out of 80, had a mean
of 78 (range 25–80). Patients reported problems with pain and
reduced range of movement whilst the hook plate was in situ,
with somepain remainingafter removal, particularly affecting their
sleep.
Conclusion: Hook plates are an effective way of treating ACJ dis-
